[Evaluation of an automatic system for the electrophoretic fracturing of serum proteins and a comparison with the manual method].
A few weeks ago, the automatized apparatus known as Hite System 600 for the electrophoretic separation of serum proteins was put into use for the first time in our laboratory. In order to evaluate the two methods, the automatized one and the previously used manual one, we conducted a series of quality checks concerning both accuracy and precision. In addition, the correlation between the two methods was studied. Our results demonstrated that the automatized method was more precise even though the two methods showed a perfect overlap.